EXEIBIT Q

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
" A.A.C. R9- -14-404(32)

ARIZONA DEPARTMENT oF EEALTH BERVICES:

STANDARD QUALITY ABSURAﬁCE PROCEDURE &;\
55 INTOXILYZER HODEL 5000*

'M\

AGENCY Tucson Pollce QA SPECIALIST ?zaﬁovuﬂl N(55€_4&ZW-

(Prlnt’Name)

INTOXILYZER SERTAL ¥ _ L0500 LocATION_ L

DATE_ NUGY 5 gﬂ ZOOH TIME. o7
DlSPlay reads "READY TO START" or *PUSH BUTTON TO START
TEST:" - 3, o e

DIAGNOSTIC TESTS
" o¥-.. DVM Test .check. Setting, should beibetween .200 and
Z. .600. Mode selection swifch sZ.on, 81 and S3 off or -
keybbard menu selection’™H". Reading. is’ ng

oxe Display Test check. Mode selectien switch S1 on- and s2
P and S3° off ‘or keyboard menu sele@kion "V".

Ql/‘ Prmter Test check. Mode selectign switch Sl« 2, S3
off-or keyboard menu selection. "P}' E :
OL " Clock time check. Mode selection- sw1tch $10 on or

;- keybcrard menu selection WE".
0¥~ Dite cheéck. Mode selection sw1tch Slljon or keyboard
i menu selectlon wE", _

OPERATIONAL TESTS ‘ '
OL~- _ Alcohol free subject Test result 0. 000 AC
OX Error recogn:.tlon log:Lc system functlonlng
: Invalid test’ *priﬁhted i -
)2 olc Proper sample recognition system 2
~ /Invalid sample printed - ST
. Deficient sample printed ~ -"7' S
__N/A Completnness,xof sample purge with collection tube#*=*
O _OW calibration standard 0. Q80 AC

Results: Q. EZAQ?O GIEALC
Instrument operating properly and accurately YES_ \/NO

- I

COMMENTS: _° n

SIGNATURE _ ; nd V¥ lug o N

Q. —— alcohol concentratlon standard collectedifor subsequent
analysis.®# ' , . \

*WITH OR WITHOUT VAPOR RECIRCUIATION AND WITH Oﬁ‘ WITHOUT KEYBOARD
**THIS STEP IS ONLY: REQUIRBD IP THIB DEVICE I8 BEING USED FOR
SAMPLE CAPTURE.
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SHOSE . FETITL 5

EF&T, 1 .

TRWSTT TIOT i
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SUBJECT S NAME 1
!
|
! i
| TIWE FIRST OBSERVED ' TRSTRUMENT LOCATION 1
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| nE , \
! ¥ )
j OPERATOR__V
|
i ADDITIONAL INFORMATION AND / OR REMARKS |
-
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INTOXILYZER® INSTRUMENT PRINTER CARD m

© 1986 by CMIINC.




EXHIBIT P P -60( Le

THIS REPORT PREPARED PURSUANT TO DUTY IMPOBED BY g?%
A.A.C. R9-14-404(2)

ARIZONA DEPARTMENT OF HEALTH S8ERVICES

STANDARD QUALITY ASSURANCE PRQCEDURES
INTOXILYZER MODEL 5000* K»N

STANDARD CALIBRATION CHECK PROCEDURE

Agency _Tucson Police Department Date JRV\ '3, 2004 Time ﬁ’bl%’?

Intoxilyzer Seri%}é'V -005 Location Ll

QA Specialist Nda MiS 4207

(Print Name)

( ~J 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
"Insure that a tight seal has been made.

Standard value: 0.0H&0 AC

() 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

( ~7 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyboard menu.

( -y 4. Attach simulator to the simulator entrance port on the

' Intoxilyzer.

(~~7 5. Intoxilyzer 5000 display reads "READY TO START" or

"PUSH BUTTON".
T
o

6. Push Start Test button or press enter on keyboard.

) 7. Insert card in response to display.

(//f 8. Air blank completed.

(-7 9. calibration check completed.
Test results 0.098AC, 0.0F§ Ac

(//(10. Air blank completed.

(//f 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

(/) 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

op— ard. :

SIGNATURE d m A~

#*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT XKEYBOARD

DHS/DSLS/Form C116 (Rev.7-93)
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